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BACKGROUND AND PURPOSE: Data from recent reports have indicated that mechanical thrombectomy 
may have potential as a treatment for acute ischemic stroke. The purpose of this study was to assess 
the safety and performance of the Penumbra System (PS): a novel mechanical device designed to 
reduce clot burden in acute stroke due to large-vessel occlusive disease. 


MATERIALS AND METHODS: A prospective, single arm, independently monitored and core laboratory 
adjudicated trial enrolled subjects with an acute neurologic deficit consistent with acute stroke, 
presenting within 8 hours of symptom onset and an angiographically verified occlusion (Thrombolysis 
in Myocardial Infarction [TIMI] grade 0 or 1) of a treatable intracranial vessel. The primary end point was 
revascularization of the target vessel to TIMI grade 2 or 3. Secondary end points were the proportion 
of subjects who achieved a modified Rankin Scale (MRS) score of 2 or less or a 4-point improvement 
on the National Institutes of Health Stroke Scale (NIHSS) score at 30-day follow-up, as well as all-cause 
mortality. 


RESULTS: Twenty-three subjects were enrolled, and 21 target vessels were treated in 20 subjects by 
the PS. At baseline, mean age was 60 years, mean MRS score was 4.6, and mean NIHSS score was 
21. Postprocedure, all 21 of the treated vessels (100%) were successfully revascularized by the PS to 
TIMI 2 or 3. At 30-day follow-up, 9 subjects (45%) had a 4-point or more NIHSS improvement or an 
mRS of 2 or less. The all-cause mortality rate was 45% (9 of 20), which is lower than expected in this 
severe stroke cohort, where 70% of the subjects at baseline had either an NIHSS score of more than 
20 or a basilar occlusion. 


CONCLUSION: Thus, early clinical experience suggests that the PS allows revascularization in certain 


subjects experiencing acute ischemic stroke. 


C thrombolytic therapy in acute ischemic stroke is 
often not effective or can be difficult to administer within 
the indicated brief treatment window of 3 hours from symp- 
tom onset. The average time from stroke onset to arrival in an 
emergency department is between 3 and 6 hours. Mortality 
rates associated with occlusions of the basilar artery, internal 
carotid artery (ICA) terminus, and M1 segment of the middle 
cerebral artery (MCA) are particularly high despite best avail- 
able medical therapy.’ The paucity of safe and effective treat- 
ment strategies presents a profound unmet clinical need in the 
management of this prevalent and debilitating disease. Sub- 
stantial evidence in the published literature suggests that early 
and safe revascularization of the primary occlusion correlates 
with improved clinical outcome.* The probable basis for this 
correlation is that, although some brain tissue experiences 
near immediate and irreversible infarction during acute 
stroke, there remains a region of ischemic penumbra sur- 
rounding this area where at-risk tissue can be salvaged.* 
Therefore, if timely revascularization can be effected and 
reperfusion established, then damage to the penumbral region 
could be reversed, resulting in a diminished neurologic deficit, 
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reduced stroke-related mortality and morbidity, and im- 
proved clinical outcome. 

With the advent of endovascular therapy, a number of al- 
ternative mechanical approaches have shown promise in re- 
storing blood flow in an occluded artery in acute ischemic 
stroke.”° The Penumbra System (PS; Penumbra, Alameda, 
Calif) is a new embolectomy device specifically designed to 
remove the thrombus in acute ischemic stroke secondary to 
large vessel thromboembolism. The device removes the 
thrombus through 2 mechanisms: aspiration and extraction. 
The PS is composed of 3 main components: a reperfusion 
catheter, separator, and thrombus removal ring (Fig 1). For 
aspiration, the reperfusion catheter is used in parallel with the 
separator and an aspiration source to separate the thrombus 
and aspirate it from the occluded vessel. If residual thrombus 
remains after revascularization with aspiration, the thrombus 
removal ring is used to directly engage and remove the 
thrombus. 


Materials and Methods 

A prospective, multicenter, single-arm trial was designed to assess the 
safety and performance of the PS in acute ischemic stroke. The pro- 
tocol called for up to 30 subjects with acute ischemic stroke to be 
enrolled at 6 international centers for treatment with the PS within 8 
hours of symptom onset; however, only 23 subjects were enrolled due 
to a higher than expected revascularization rate (100%). The primary 
end point was the ability of the PS to revascularize the affected vessel 
to Thrombolysis in Myocardial Infarction (TIMI) 2 or greater after 
use of the system.” The secondary end points were the proportion of 
subjects who achieved a modified Rankin Scale (mRS) score of 2 or 
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Fig 1. Schematic diagram of the Penumbra device. 
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Fig 2. Angiographic illustration of a target vessel before (A) and after (B) treatment by the PS. This patient was a 66-year-old man who presented 3 hours from symptom onset with an 
NIHSS score of 24, which improved to 8 at 24 hours after revascularization by the PS. He continued to recover with a 30-day NIHSS score of 2 and an mRS of 1. 


less or a 4-point improvement on the National Institutes of Health 
Stroke Scale (NIHSS) at 30 days postprocedure. The 30-day all-cause 
mortality rate was also assessed. 


Inclusion and Exclusion Criteria 

The main entry criteria for the study were as follows: 1) clinical signs 
consistent with acute ischemic stroke; 2) age 18 years or older; 3) a 
score of TIMI 0 or 1 ina vessel accessible by the PS; and 4) presenta- 
tion within 8 hours of stroke symptom onset (if presenting within 3 
hours of stroke symptom onset, the subject must have been ineligible 
for or refractory to treatment with intravenous [IV] recombinant 
tissue plasminogen activation [rtPA]). Principal exclusion criteria for 
enrollment were as follows: subjects who were at risk of bleeding, 
vessels that were too tortuous for access by the PS, and subjects with 
severe, uncontrolled hypertension. Women who were pregnant were 
also excluded. 


Subject Selection 

Subjects presenting with stroke symptoms were screened to deter- 
mine whether they met entry criteria for the study. After obtaining 
signed informed consent, all of the eligible subjects were evaluated for 
neurologic and functional status, and an angiographic assessment of 
the suspected vascular occlusion was obtained. An arterial access pro- 
cedure was performed by using standard percutaneous techniques 
under systemic heparin and general anesthesia per the local institu- 
tional standard of care. For subjects without thrombolytic therapy 
onboard, heparin was given IV at a dose of 5000 IU bolus followed by 
a continuous infusion at 2000 IU/h to maintain an activated clotting 
time of 250 seconds or more. For subjects who had received throm- 
bolytic therapy, it was given at a dose of 2000 IU bolus followed by a 
continuous infusion at 1000 IU/h. 


Treatment Procedures 
Four-vessel digital subtraction angiography was used to define the 


angioarchitecture of the occluded vascular segment. An appropriate 
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guide catheter was then brought into position in the occluded target 
vessel territory to enable access by the reperfusion catheter. All of the 
components of the PS are deliverable via a 6F standard guide catheter. 
A subject was considered enrolled into the study when the reperfusion 
catheter was deployed from the guide catheter to the site of occlusion. 
Once the appropriate position was achieved proximal to the clot, the 
guidewire was removed from the reperfusion catheter, and the sepa- 
rator was advanced through the reperfusion catheter. The aspiration 
pump was then turned on to initiate revascularization. Reduction of 
the clot burden by aspiration was accomplished by connecting the 
reperfusion catheter to the aspiration pump, which generated a vac- 
uum of —20 inches Hg. A continuous aspiration-debulking process 
was facilitated by advancing and withdrawing the separator through 
the reperfusion catheter into the proximal end of the clot. If the 
thrombus remained, a second accessory method of direct mechanical 
retrieval by the thrombus removal ring was used to augment revascu- 
larization. Thrombus extraction by using the thrombus removal ring 
was accomplished by engaging the clot proximally and extracting the 
clot under flow arrest conditions by inflating a proximal balloon 
guide catheter. If the PS was successful in revascularization of the 
target vessel to TIMI 2 or better, no additional interventions were 
performed. Administration of anticoagulants and antiplatelets were 
suspended for 24 hours posttreatment. If the subject experienced 
symptoms that appeared to be indicative of an intracranial hemor- 
rhage (ICH; neurologic deterioration or alteration in function), an 
emergent CT scan or MR imaging was conducted. A follow-up CT 
was required 14 days after the initial emergent CT. 


Study End Points 

The primary end point for this study was incidence of revasculariza- 
tion of the target vessel as defined by achieving TIMI 2 or 3 flow after 
use of the PS (Fig 2).” Each investigator made an initial assessment of 
TIMI flow in the target vessel preprocedure and postprocedure. Pre- 
procedure and postprocedure angiograms were sent to an indepen- 
dent core laboratory to make a final determination on TIMI flow. 





TIMI scores (core laboratory adjudicated) 








Baseline Posttreatment 
Variable (N = 21), % (n/N) (N = 21), % (n/N 
TIMI 0 90 (19/21) 0 (0/21) 
TIMI 1 10 (2/21) 0 (0/21) 
TIMI 2 0 (0/21) 48 (10/21) 
TIMI 3 0 (0/21) 52 (11/21) 





Note:—Twenty-one target vessels were treated in 20 subjects. TIMI indicates Thrombol- 
ysis in Myocardial Infarction. 


Data based on core laboratory assessments were used for final 
analysis. 


Results 

Twenty-three subjects at 6 international centers were enrolled 
with 21 vessels treated by the PS. Three enrolled subjects were 
not treated due to vessel tortuosity, resulting in an access rate 
of 87% (20 of 23). Among the 20 subjects, 8 (40%) were 
women. They hada mean age of 60 + 18 (+ SD), baseline mRS 
of 4.6 + 0.8, and NIHSS score of 21 + 8. Eleven (45%) had a 
baseline NIHSS score of more than 20. Fifty percent of the 
subjects (10 of 20) presented more than 3 hours from symp- 
tom onset. Of the remaining 50% who presented within 3 
hours, 6 were refractory to rtPA therapy, and 4 were not eligi- 
ble for thrombolytic therapy. Among the 21 vessels treated by 
the PS, 7 (33%) were ICA, 5 (24%) were MCA, and 9 (43%) 
were basilar arteries. Fourteen (70%) of the subjects had either 
a baseline NIHSS score of more than 20 or a basilar occlusion. 
The 3 subjects who were enrolled but not treated were due to 
the inability of the PS to access the target lesions. Two of these 
subjects presented with left M1 occlusion and 1 with a site of 
primary occlusion at the right ICA supraclinoid region. There 
were no reports of adverse events during the procedures. All 3 
of the subjects were discharged to either a rehab center or a 
nursing home. Two of the subjects survived through the 30- 
day follow-up, of which one showed improvement in the 
NIHSS and the other remained stable. The third subject with 
the left M1 occlusion showed a small, asymptomatic ICH in 
the infarcted area from a follow-up CT at 3 days postproce- 
dure. It did not progress, and her NIHSS score remained stable 
at 19 (from a baseline of 22). This subject died at 32 days 
postprocedure from worsening of pre-existing heart failure, 
unrelated to the procedure or the device. All of the treated 
target vessels were either TIMI 0 (19 of 21) or TIMI 1 (2 of 21) 
before treatment with the PS, and all were successfully revas- 
cularized to TIMI 2 or 3 after use of the Penumbra stroke 
system (21 of 21; Table 1). 

In the study, additional interventions with intra-arterial 
(IA) rtPA were performed in 9 subjects after use of the PS, with 
doses ranging from 10 to 45 mg given as a bolus. The main 
reason cited by the investigators for using IA rtPA was the 
intention to better the score from TIMI 2 due to evidence of 
vessel occlusion in the vasculature distal to the revascularized 
target vessel. The TIMI scores summarized above were re- 
corded before any adjunctive treatment had been initiated, at a 
time when revascularization by the PS alone was considered 
complete. The secondary end points were the proportion of 
subjects who achieved an mRS of 2 or less or a 4-point im- 
provement on the NIHSS at 30-day follow-up, as well as all- 
cause mortality. 
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Fig 3. Subjects outcome based on baseline NIHSS scores. 
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Fig 4. A comparison of the observed and expected mortality rates for the entire study 
cohort and after stratification by location of the target vessel. The expected rates were 
derived from historical rates from the natural history of the disease reported in the 
literature, prorated to the proportion of target vessel locations treated in this study (see 
References 1-3). 


In the treated subjects, 45% (9 of 20) of subjects with 30- 
day data achieved at least a 4-point improvement of NIHSS or 
an mRS of 2 or less. A total of 9 subjects had an improvement 
of 4 or more points on the NIHSS score, and 7 subjects had an 
mRS of 2 or less. Results from a subgroup analysis indicate that 
subjects with a baseline NIHSS score of more than 20 tended 
to have lower probability of a good outcome at 30 days post- 
procedure (Fig 3). 

Of the 20 enrolled subjects who were treated by the system, 
9 died within the 30-day follow-up period, resulting in an 
all-cause mortality of 45% (9 of 20). This rate is lower than 
expected in this severe stroke cohort, where at baseline, 70% of 
the subjects had either an NIHSS score of more than 20 or a 
basilar occlusion (Fig 4). None of these deaths were related 
to the study device. The most frequently cited cause of death 
for these subjects was hemorrhagic conversion of a region of 
infarction and cerebral edema secondary to infarction. 

Two procedural adverse events were reported from 21 pro- 
cedures. One subject experienced a groin hematoma at the 
puncture site, which was treated with a transfusion and re- 
solved. Another subject experienced an intraprocedural sub- 
arachnoid hemorrhage. The hemorrhage did not result in any 
deterioration of the subject’s neurologic condition and re- 
solved with no action taken. There were no other reports of 
arterial perforation, dissection, or embolization of a previ- 
ously uninvolved territory of the brain. 

There was a total of 8 reported cases of ICH, of which 2 
were symptomatic as defined by CT evidence of a bleeding 
event and a 4-point deterioration on the NIHSS score.* In 7 of 
the 8 cases of ICH, IA thrombolytics were administered after 
use of the PS. In 1 of the 8 cases, IV thrombolytics were given 
before treatment with the PS. Among the 8 cases of hemor- 
rhage, 1 was thought to have been caused by the device (see 
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above description of intraprocedural subarachnoid hemor- 
rhage). Adjunctive IA thrombolytic therapy was associated 
with a higher incidence of hemorrhage. 


Discussion 

Current medical practice offers physicians various treatment 
strategies in the management of acute ischemic stroke. Unfor- 
tunately, many treatment modalities face limitations that pre- 
vent substantive improvements of stroke-related morbidity 
and mortality. 

The National Institute of Neurological Disorders and 
Stroke study found that subjects experienced the greatest ben- 
efit from treatment with rtPA if treatment was initiated within 
3 hours of stroke symptom onset.’ At 3 months, rtPA-treated 
subjects were 30% more likely to have minimal or no disability 
compared with the placebo-treated subjects. Subjects in the 
treatment group did experience a higher rate of symptomatic 
ICH (6.4% versus 0.6%); however, the investigators showed 
the benefits of the treatment outweighed the risk. Because sub- 
jects are at a greater risk for hemorrhage with thrombolytic use 
after 3 hours of symptom onset, the study only enrolled those 
subjects who presented within 3 hours from symptom onset 
who had minimal bleeding-complication risk factors. 

IV administration of thrombolytic agents requires a high 
dose to be given to the subject that may increase the risk of 
ICH. The Prolyse in Acute Cerebral Thromboembolism II 
Trial sought to assess whether local, IA administration of 
prourokinase at the site of the thrombus would be safe and 
effective for the treatment of ischemic stroke.'° Subjects pre- 
senting within 6 hours of stroke symptom onset and with oc- 
clusions of the MCA were enrolled, and subjects were ran- 
domly assigned to receive 9-mg IA recombinant prourokinase 
(r-proUK) plus heparin or heparin alone (control). At 90 days, 
40% of r-proUK-treated subjects and 25% of control subjects 
had an mRS of 2 or less. Mortality for the 2 groups was equiv- 
alent (25% in the treatment arm versus 27% in the control 
arm), and the symptomatic ICH rate was 10% for the treat- 
ment group and 2% for the control group. 

In an attempt to reduce systemic adverse effects associated 
with the use of thrombolytic agents, focus has shifted to me- 
chanical rather than pharmaceutical means of recanalizing the 
site of primary occlusion in subjects experiencing acute isch- 
emic stroke. Only one mechanical device, approved in a safety 
study, is available on the market in the United States and Eu- 
rope for revascularization of occlusions caused by acute isch- 
emic stroke (Merci Retriever; Concentric Medical, Mountain 
View, Calif).!!" Published data for the Merci Retriever based 
on 141 treated subjects showed a revascularization rate (TIMI 
2/3 flow) of 48% with a clinically significant procedure-related 
adverse event rate of 7.1% (10 of 141).'! Eleven subjects 
(7.8%) experienced a symptomatic ICH within 24 hours, and 
27.7% had asymptomatic ICH. At 90 days, 43.5% of subjects 
died, and 27.7% of subjects had a good outcome (mRS =2). In 
the Multi Mechanical Embolus Removal in Cerebral Ischemia 
Trial, where a combined therapy of the Merci Retriever and 
rtPA treatment (IV/IA) was assessed, the rate of revasculariza- 
tion was increased to 69.0%, and mortality was reduced to 
30.6% at 3 months.'? However, this was associated with an 
increase in symptomatic ICH to 9.0% and an increase in the 
asymptomatic ICH rate to 29.7%. Similarly, in the Interven- 
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tional Management of Stroke I Trial, a combined therapy of IV 
and IA rtPA resulted in a protocol-defined revascularization 
rate of 56%, a symptomatic ICH rate of 6.3%, and an asymp- 
tomatic ICH rate of 42.5%. 

By comparison, in this small cohort of subjects, the PS was 
able to revascularize the site of primary occlusion in all of the 
treated subjects enrolled into the study, resulting in a revascu- 
larization rate of 100%, of which 45% had met the secondary 
end point of achieving a 4-point improvement on the NIHSS 
or an mRS of 2 or less at 30 days postprocedure. This was 
associated with a device or procedure-related serious adverse 
event rate of 10% and an all-cause mortality rate of 45%. 

Eight subjects were observed to have ICH in this study, of 
which 2 (10%) were symptomatic and 6 (30%) were asymp- 
tomatic. The risk of cerebral hemorrhage secondary to the use 
of IA rtPA therapy is controversial in the literature.*'*""° In 
this small cohort of patients, the observation of ICH was asso- 
ciated with the use of additional IA rtPA as adjunctive therapy 
to the PS to reduce the clot burden in distal branches beyond 
the site of primary occlusion. Additional studies may be war- 
ranted to better define the optimal use of adjunctive IA lytic 
therapy to reduce clot burden at the site of primary occlusion 
and to improve distal perfusion after the site of primary occlu- 
sion has been revascularized. 

The device safety and revascularization success of the PS 
appears promising in this early clinical experience. In addi- 
tion, the neurologic and functional improvement noted in 
some subjects is encouraging in this patient cohort where 70% 
of the subject at baseline had either an NIHSS score of more 
than 20 or a basilar occlusion. Further investigation seems 
warranted to better define the safety and efficacy of the PS in 
acute ischemic stroke. 


Conclusions 

In this prospective, phase 1, single arm trial, the PS allows 
revascularization of occluded intracranial large vessels in a 
small stroke cohort who presented within 8 hours from symp- 
tom onset. This early clinical experience suggests that the PS 
may have potential as treatment for acute ischemic stroke sec- 
ondary to large-vessel thromboembolism and that further 
clinical testing is warranted. 
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